A SELF CONTAINED TEST UNIT: FILTRATION FEED PRESSURE TO 7 BAR (100PSI), SQUEEZE PRESSURE TO 20 BAR (295PSI), CAKE WASHING, CORE WASH/BLow, CAKE AIR DRYING, CAKE MOISTURE ANALYSIS, CAKE THICKNESS CAPABILITY OF 30, 40 AND 50MM USING EITHER A RECESSED PLATE OR MIXED PACK MEMBRANE CONFIGURATION.

THE LASTA MC TEST UNIT IS SPECIFICALLY DESIGNED FOR ON SITE EVALUATIONS AND IS INTENDED TO ACCURATELY DETERMINE THE FILTRATION RESULTS THAT MAY THEN BE SCALED UP TO LARGER MACHINES.

THIS EQUIPMENT MAY BE OPERATED ON SITE PROVIDED MINE PERSONNEL ARE FAMILIAR WITH FILTER PRESS APPLICATIONS. HOWEVER, IF UNFAMILIAR WITH FILTER PRESSES IT IS RECOMMENDED THAT MICRONICS PROVIDE A TECHNICIAN TO DEMONSTRATE THE TESTING PROCEDURES TO ACHIEVE THE SPECIFIC PRODUCTION GOALS REQUIRED.

STEPS OF OPERATION:

i. THE FILTER FEED IS ACCOMPLISHED BY PRESSURIZING THE SLURRY TANK OR BY PUMPING FROM THE TANK WITH RECIRCULATION, THE LATTER METHOD BEING CHOSEN FOR HEAVY SLURRIES WHERE MIXING IS REQUIRED.

ii. FILTRATE FLOW AND CLARITY SHOULD BE MONITORED AT PRE-DETERMINED SET POINTS TO DEVELOP A FILTRATION CURVE AND VOLUMETRIC DATA. ADDITIONAL PLATES PROVIDE A MEANS FOR TESTING DIFFERENT CAKE THICKNESSES WHICH WILL FINE TUNE THE FILTERS PERFORMANCE.

iii. CORE WASHING AND CORE BLOWING REQUIRE MONITORING TO DETERMINE THE OPTIMUM TIME AND PRESSURE DETERMINED DURING TESTING (MAX 20 BAR, 290PSI). IF A CAKE WASH IS REQUIRED THEN A PRE-SQUEEZE CYCLE SHOULD BE INCORPORATED TO CONSOLIDATE THE FILTER CAKE PRIOR TO WASH LIQUOR. AFTER THE WASH CYCLE THE MEMBRANES ARE INFLATED AT HIGHER PRESSURE TO FULLY DRY THE FILTER CAKE.

iv. TO AIR BLOW THE CAKE REQUIRES AN AIR RECEIVER, REGULATOR AND COMPRESSOR TO MEASURE THE TOTAL FLOW AND PRESSURE NEEDED TO ACHIEVE A DESIRED RESULT (NORMALLY AVAILABLE AT SITE NOT SUPPLIED WITH THE UNIT).

v. FILTER CLOTH WITH DIFFERING CAPABILITIES ARE SUPPLIED. CHANGING THE CLOTH IS SIMPLE AND SHOULD BE CONDUCTED AFTER THE FILTER RESULTS HAVE BEEN OPTIMIZED. DURING THIS ANALYSIS VISIBLY EXAMINE THE FILTER CAKE RELEASE AND MONITOR THE VARIATION IN FILTRATE CLARITY.
TEST ARRANGEMENT:

- Sample
- Remaining liquid return line
- Feed-in line
- Feed washing line
- Air blow line
- Vacuum pump
- Nitrogen cylinder
- Hydraulic pressure pump
- Wash water tank
- Mass meter
- Back wash line
- Sample
- Remaining liquid return line
- Feed-in line
- Feed washing line
- Air blow line
- Vacuum pump
- Nitrogen cylinder
- Hydraulic pressure pump
- Wash water tank
- Mass meter
- Back wash line

WASH

- Feed wash water
- Core wash water

CORE WASH AND THRU WASH

- Forming cake
- Secondary squeezing continues
- Diaphragm

CAKE AIR BLOW

In area 0.2 m. sq. (2.15 sq. ft.)

Of 30mm cake 2.4 liters (0.085 cu. ft.)

- Feed pressure 7 bar (100 psi), maximum squeeze 20 bar (290 psi)
- Size 217 x 149 x 186 cm (86” x 59” x 73”)
- 1,370 Kgs (3,000 lbs)